RECONSTRUCTION OF THE ZYGOMATIC BONE WITH SMARTBONE®: CASE REPORT

F. GRECCHI¹, G. PERALE², V. CANDOTTO³, A. BUSATO⁴, M. PASCALI⁶ and F. CARINCI⁴

¹Department of Maxillofacial Surgery, Galeazzi Hospital, Milan, Italy; ²Industrie Biomediche Insubri SA, Mezzovico-Vira, Switzerland; ³Department of innovative Technologies, University for Applied Science and Art of Southern Switzerland, Manno, Switzerland; ⁴Department of Morphology, Surgery and Experimental Medicine, University of Ferrara, Ferrara, Italy; ⁵Private Practitioner, Milan, Italy; ⁶Department of Biomedicine and Prevention, University of Tor Vergata, Roma, Italy

The repair of complex craniofacial bone defects is challenging, and a successful result depends on the defect size, the quality of the soft tissue covering the defect, and the choice of reconstructive method. Autologous bone grafts are the gold standard for bone replacement. Tissue engineered constructs are temporary substitutes developed to treat damaged or lost tissue. Recent advances in materials science have provided an abundance of innovations, underlining the increasing importance of polymers in this field. The Galeazzi Orthopedical institute of Milan received a Serbian soldier who reported a deep wound, due to the explosion of a grenade, during former-Yugoslavia’s war. His left cheekbone was completely lost, together with the floor of the left eye. SmartBone® technology allowed the realization of custom-made grafts which perfectly fitted the bone defect thanks to mechanical strength, also at small thicknesses, and the ability to be shaped without powder formation or unpredicted fractures. Tissue engineering approaches to regeneration utilize 3-dimensional (3D) biomaterial matrices that interact favorably with cells. The potential benefits of using a tissue engineering approach include reduced donor site morbidity, shortened operative time, decreased technical difficulty of the repair, ability to closely mimic the in vivo microenvironment in an attempt to recapitulate normal craniofacial development: this 36-month case study allowed to prove that SmartBone® custom-made bone grafts are an effective solution, gathering such benefits and being available now for daily routine.

The repair of complex craniofacial bone defects is challenging, and a successful result depends on the defect size, the quality of the soft tissue covering the defect, and the choice of reconstructive method. The complex craniofacial skeleton is involved with various specific functions, such as protection of the brain and optic tracts, breathing, mastication, speech, and hearing. In addition to these functional requirements, the craniofacial unit is important for social acceptance and self-esteem (1). Autologous bone grafts began to be considered as the gold standard for bone replacement, mainly because they offer minimum immunological rejection, complete histocompatibility and provide the best osteo-conductive (a matrix which provides a scaffold for bone in growth), osteogenic (living bone cells) and osteo-inductive (growth factors) properties. Autologous cancellous bone graft has been considered more osteogenetic as compared to cortical bone graft because the presence of spaces within

Key words: alloplastic implants, bone reconstruction, injury, SmartBone®
their structure allows the diffusion of nutrients and limited revascularization by micro anastomosis of its circulating vessels (2). Bone can also be harvested from sites distant to the primary area of concern: it is usually harvested from the iliac crest (but the proximal tibia, distal radius, calvaria, calcaneus and mandibular jaw can also be used as donor sites). In selected surgical scenarios when the structural integrity of bone is compromised, also cortical auto-

grafts can be used for bone reconstruction and fibular auto-grafts have been used to replace defects in the forearm, and face (3). Harvesting of autologous bone tissue lengthens the surgical procedure, and is associated with risk of complications that include infection, blood loss, hematoma, nerve and urethral injury, fracture, pelvic instability, cosmetic disadvantages, postoperative pain, and morbidity and chronic pain at the donor site. Finally, the use of auto grafts is not recommended in elderly or pediatric patients or in patients with a malignancy or infectious disease (3).

Tissue engineered constructs are temporary substitutes developed to treat damaged or lost tissue. One key component of such constructs is represented by the so-called “scaffolds”, which are often developed to mimic the extra cellular matrix (ECM). As natural ECM contains biomolecules to support proper growth and function of cells, inclusion of these bio molecular cues have been shown to be necessary for proper cell growth and function in tissue engineering. Thus, effective tissue engineering scaffolds should provide such bio molecular cues. Bone defects are conventionally treated by replacement with bone grafts and synthetic bone filling materials. However, the tissue engineering approach, which stresses tissue regeneration rather than tissue replacement, has recently become popular. Porous scaffolds used in tissue engineering allow cells to attach, proliferate, differentiate and eventually become specific tissue(s). While scaffolds are expected to disappear after implantation in vivo, being progressively substituted by newly formed functional tissue, a certain level of mechanical strength is required for the scaffolds to withstand a certain level of physiological loading. The open porosity of the porous scaffolds is also important for the tissue development from cells, where cell culture medium and growth factors can be easily accessed through the open pores (4). For bone tissue engineering, the design of scaffolds should mimic the structure and properties of the bone extracellular matrices. Because bone consists of a porous composite of interpenetrating phases of hydroxyapatite and collagen, the scaffolds for bone regeneration should be similarly porous composites with interpenetrating ceramic and polymer phases. Porous hydroxyapatite/tricalcium phosphate (HA/TCP) composite was thought to be ideal, as it is known

---

**Fig. 1.** Pre-operative CT-scan of the patient.

**Fig. 2.** 3D CT reconstruction with bone graft modelling (software).
for its excellent osteo-conductivity and, in some cases, even osteo-inductivity (5). On the other hand, poly(lactic-co-glycolic) acid (PLGA) polymer was first used as polymeric phase in synthetic devices, as it is an FDA-approved biodegradable polymer with some degree of ductility and good biocompatibility (6, 7), but clinical experience had proved not always satisfactory results. The next generation of orthopedic biomaterials is hence likely to involve composites, which are tailored to meet a particular demand. Recent advances in materials science have provided an abundance of innovations, underlining the increasing importance of polymer in this field. Currently, the poly(α-hydroxy acids), specifically poly(lactic acid) (PLA), poly(glycolic acid) PGA, poly(ε-caprolactone) PCL, and relative copolymers are the most widely used synthetic polymers in the tissue engineering field (8). These polymers degrade by hydrolysis into non-toxic, natural metabolites, which are eventually eliminated from the body in the form of carbon dioxide and water.

Case report
The Galeazzi Orthopedical Institute of Milan (Italy) received a case of a Serbian soldier who reported a deep wound, due to the explosion of a grenade, during former Yugoslavia’s war. His left cheekbone was completely lost and also the floor of the left eye. He was roughly reconstructed at the battlefield hospital back then, with evident outcomes: a computed tomography (CT) (Fig. 1) provided the exact acquisition of bone scans, which can be put together into a computer-based 3D model (Fig. 2). The computer-based data processing allowed mirroring structures from the contralateral healthy side to fit the defect. This facilitated the design process, especially for the reconstruction of complex anatomical structures like the zygomatic bone and sphenoidal crest.

A two parallel ways approach was followed to design the custom made grafts: firstly the 3D casting of the patient skull bones in pre-operatory conditions offered the advantage of being able to form very thinly tapered shapes, hence offering the surgeon a very precise 3D real model onto which manually shape the needed grafts (using Surgiplanner® platform, Ikonsrl, Milan, Italy). Extreme precision may become even more important when constructing zygomatic bones or producing titanium space holders to promote guided tissue regeneration of skull defects. A software used for CAD/computer-aided manufacturing (CAM) in industrial engineering was needed for 3D geometric building of skull bones and then performed the individual graft design onto the real model: the surgeon removed from the model the bony fragments generated from the previous intervention and new substitutes were modelled with
allowed to preserve the native healthy ethmoidal bone segment at the nose side. The next step was to carry out surgical toilet: the surgeon refined the irregular healthy bone stumps according to the limits imposed by osteotomy guides. In the end a collagen membrane was opposed on the implants and then sutured points were performed. First checks were carried out on the patient immediately after surgery to control postoperatively that the bone substitutes were properly in place and that the symmetry of the face had been correctly restored: it was noticed that in correspondence of left cheekbone there was no longer an empty space below the soft tissue, but the zygomatic bone was noticeable. Also, eye alignment had been successfully restored. A second follow-up with CT was performed after nine months, showing a restored symmetry of the skull, which demonstrates a long-term efficacy of the whole process.

Finally, aesthetic surgery was performed 30 months after grafting to fill soft tissue volume of the new bone structure, hence ensuring a completely symmetric reconstruction outcome. During this revision surgery a fragment of zygomatic bone of about 1 cm was harvested and then sent to the Institute of Pathologic Anatomy of University of Milan (Italy). The histological report also stated: “Lamellar bone tissue architecture with irregular, altered by the presence of areas of densification from neo-apposition of new bone. Bone lamellae have multiple lines cementing also with occasional osteoclastic gaps uninhabited. Interlayer fibrosis and neo-vascularization with ecstatic vessels are also present” (Fig. 4).

DISCUSSION

Reconstruction of craniofacial defects requires a combination of function and aesthetic repair principles (9). A variety of techniques and restorative procedures have been described for this purpose, including autogenic or allogeneic bone grafting, as well as the use of alloplastic materials that can be molded during, or prior to, surgical reconstruction. Each of the possible options has advantages and disadvantages in its use (10).

Even though osseous tissue has the unique internal repair capacity to heal and remodel without scarring, there are several conditions, both congenital and
acquired, where bone replacement is needed.

Autologous grafting is the therapeutically obvious gold standard in reconstructive surgery owing to high immunocompatibility (10). However, this concept is bound by several constraints (e.g. requirement of secondary surgery, limited amount of tissue that can be harvested, increased risk of infection or recurrent pain) (11, 12), Allograft or xenograft grafting are optional treatments, but each process has its own disadvantages including the possibility of graft rejection by the immune system, risk of infections and transmission of donor pathogens (13). To overcome these problems, tissue engineering approaches are emerging as convenient alternatives to promote the regenerative ability of the host body. In this respect, several authors have proposed the use of delayed osteochondral constructs for the improved regeneration of cartilage defects (14, 15). Basically, this conceptual approach consists of developing a single 3D porous structure that combines a mechanical support resembling the subchondral bone (bone-like layer), while also providing a chondrogenic support at the top for the repairing of cartilage (cartilage-like layer) (16). Materials such as hydroxyapatite (HA) (17) and chitosan have been widely employed to develop suitable 3D supports for applications in tissue engineering of bone and cartilage, respectively.

More recent tissue engineering approaches to regeneration utilize 3-dimensional (3D) biomaterial matrices that interact favorably with cells (18, 19). The potential benefits of using a tissue engineering approach include reduced donor site morbidity, shortened operative time, decreased technical difficulty of the repair, and, most important, ability to closely mimic the in vivo microenvironment in an attempt to recapitulate normal craniofacial development (5).

In large craniofacial reconstruction procedures SmartBone® implants have proven to be effective, easy to handle and biocompatible, providing excellent final aesthetic and functional results. 3D reconstruction of the defect greatly assists in the diagnosis and surgical planning, allowing surgical time to be decreased. Custom-made SmartBone® on Demand™ grafts manufactured over real models, such as those described in this study, proved to be effective and feasible. In addition to features inherent to SmartBone® implants, the feasibility of the on Demand™ technique and the access of this technology through the public health system are unique to this study.

Synthetic materials and combinations with naturally derived materials, as well as improved scaffold designs based on innovative processing techniques, are being continuously proposed to advance the capability of bone tissue scaffolds and SmartBone® custom-made bone grafts proved to be an effective solution, available now for daily routine.

REFERENCES
7. Xin X, Hussain M, Mao JJ. Continuing differentiation of human mesenchymal stem cells and induced chondrogenic and osteogenic lineages in electrospun PLGA nanofiber scaffold. Biomaterials 2007;


